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Abstract

Confidence in the precisions of AMS and decay measurements must be comparable for the
application of theé“C calibration to age determinations using both technologies. We confirmed
the random nature of the temporal distribution*6fions in an AMS spectrometer for a number

of sample counting rates and properties of the sputtering process. The temporal distribution of
ion counts was also measured to confirm the applicability of traditional counting statistics.

Introduction

AMS counts“C and other long-lived isotopes with an efficiency that is many orders of magnitude
greater than decay counting. This efficiency leads to precise AMS quantifications of low levels
of **C from small € 1 mg C) and/or old samples. AMS quantification of highly defined (i.e.
small) samples of macrofossils (Kitigawa et al 1998), sediments (Hughen et al 1998, 2004),
corals (Bard et al 1990), foraminifera (Bard et al 2004), and stalagmites (Beck et al 2001) is
central to the extension of the radiocarbon calibration beyond the dendrochronology of larger
tree ring samples that were quantified by decay counting in establishing Holocene and late
glacial calibrations (Stuiver et al 1998). Confidence in the precisions of AMS and decay
measurements must therefore be comparable for the application 6€ thalibration to age
determinations using both technologies. The processes giving rise to individual decay events and
mass-separated ion counts are very different, however.

Radioactive decay is known to be a random process whose decays per counting interval are
described by the Poisson distribution (Rutherford & Geiger, 1910). The independent nature of
each event and the temporal distribution of the decay process are readily understood from the
fundamental quantum mechanics of radioactive decay. The randomness of ion arrivals at an
AMS counting detector are not as fundamentally obvious, given the complexity of the multiple
processes involved in delivery of a specific isotope to the ion counter of an AMS spectrometer.
AMS measurements ofC concentrations arise from negatively ionizing carbon atoms (usually

in a sputtering process) from an isolated and chemically prepared sample, followed by mass
analysis, acceleration, charge changing by collision electron loss, and identification with counting
in an energetic ion detector after mass per charge separation elements. These procedures are not
expected to produce temporal correlations within a stream of rare isotopes, and AMS counts
should arrive randomly, but their temporal distribution need not mimic that of radioactive decay.

The precision of a random counting measurement is well known to be the square root of the
number of independent counts in the measurement. The simple derivation of this concept is in
many standard texts and is summarized again by Ogborn, Collins, & Brown (2003). We once
more confirmed the random nature of the temporal distributif@abns in an AMS spectrometer

for a number of sample counting rates, various sputter energies, and different sample materials.
The temporal distribution of ion counts was also inspected to confirm the applicability of traditional
counting statistics.

Uncertainties in AMS



Soon after the first AMS spectrometers were developed, the quality of AMS measurements was
demonstrated through comparisons of the error in the mean of a series of n AMS measurements
for a sample (external error) to the counting statistics of the measured total counts, N, in that
series of measurements (internal error). If u is the mean of a group of individual measurements,
each with variance® (here assumed equivalent for all measurements), the fractional precisions
were shown to be equivalent:

2
0:xt = GA(I’] _1) uz = O-iit =V Ntotal 1.

Indeed, equivalence of the standard error in the mean of AMS measurements to the precision
expected from counting statistics demonstrated the degree to which the spectrometer and its
operation are free of systematic error. (WGlfli, et al.,, 1983; Donahue, Jull, & Zabel, 1984,
Farwell, et al., 1984; Suter, et al., 1984). The development of a uniform sample matét@l for
AMS, filamentous or fullerene graphite (Vogel et al, 1984), provided intense ion beams for all
samples and standards, bringing the internal and external uncertainties into routine equivalence
for preciseq <1%) AMS quantification. (Bonani, et al., 1987; Vogel, at al., 1987).

The LLNL “compact” spectrometer was designed primarily for biomedical quantificatiofs of

and®H (Ognibene, et al., 2002). It contains a 1 MV NEC Pelletron accelerator but was assembled
from NEC and LLNL components rather than purchased as a unit. The ion optics of the spectrometer
(Ognibene, et al., 2000) were designed to accept the output of the LLNL high intensity ion
source (Southon & Roberts, 2000), which is routinely operated at ion currents of 100-250 pA
12C, with **C count rates of 200-400 cps for Modern samples. These high count rates make
possible detailed testing of equivalence between counting statistics and measurement precisions
within reasonable time periods. Our isotope ratios are expressé@/d8 measured from
accelerated ions without corrections for fractionation in preparation.

Figure 1 shows data of multiple measures of an ANU sucrose standard that are completed to a
specific number of isotope counts (her®0,000), providing an expected counting precision of

1% for each measurement. The binned measurements in the histogram to the right in Figure 1
are fit to a normal distribution shown as a line. The Gaussian mean and width fitted to the
histogram agree well with the average and standard deviation of the group of 123 measurements
(0.9845 * 0.0092 cts/n@,,, = 0.93%), in good agreement with the precision of the individual
measurements. The uncertainty in the mean of the distributmy) ¥0.085%, smaller than, but

similar to, the expected counting uncertainty due to the total 1,239,000 coants=dd.090%.

The top section of the plot compares the cumulative uncertainty due to counting statistics to the
cumulative uncertainty in the mean of the measurement series as a function of measurement
number. The external error begins larger than the counting statistics but becomes equivalent in
less than 10 measurements. The sample was sputtered for over 1 hour and 20 minutes spread
over 4 hours, resulting in a deep “moat” of excavated aluminum around the small fraction of the
remaining sample in the holder. Our measurement precision was not affected by this physical
modification of the sample.

Biomedical AMS samples, unlike uncontaminated natuf@l samples, often havé'C
concentrations greater than Modern, which provided higher count rates for testing equivalences
of internal and external uncertainties, as shown in Figure 2. A 5 Modern sample was measured
180 times to show continued equivalence between the two uncertainties to 0.05%. The 5 Modern
sample was sputtered for about 1 hour spread over 4 hours, resulting in a deep “pit” in the
remaining sample. The constancy of isotope ratio shows that high precision is obtained from
fullerene on iron material that is sputtered in a low electric field gradient obtained by recessing



the sample surface. Thus, the isotopic fractionations suggested to arise from changes in sample
work function and local sample geometry (Nadeau, et al., 1987; Nadeau & Litherland, 1990)
are not present in this ion source from this material to a resolution of 0.05%. The stability of the
spectrometer operation over four hours was also demonstrated.

Distribution of ion arrival times

The assumption that AMS ion counts arrive randomly, providing measurements at or near counting
statistics, is thus supported through comparable internal and external uncertainties from many
laboratories over 20 years, as well as by the data shown above. This random arrival does not
necessarily specify the distribution of the ion arrival times in the detector. A recent need to
understand our spectrometer live time at very high count rates provided data to determine the
distribution of ion arrival times.

We quantified the dependence of the counting live time on the width of the counted pulse using
the arrangement outlined in Figure 3. Randomly arrivi@gevents striking the solid state
detector were amplified and recognized by a discriminator whose pulse output was counted in
one channel of a 50 Mhz scalar module in our data acquisition system (Berno, et al., 1992). The
same pulse triggered a variable width pulser operated in its external trigger mode. The output of
this pulser was counted in a second channel of the scalar. This second scalar channel was
essentially “dead” to further pulses occurring during its defined pulse width, which was set
within 1% accuracy using an oscilloscope. The pulse into the first channel was fixed at 4 psec.
The live time of the second scalar channel was calculated as the ratio of the count rates of the
stretched to the parent pulse rates (Ch.2 / Ch.1). The “dead” time of the first channel was taken
into account in finding the true ion count rates. Our instrumental arrangement creates a “non-
extended” dead time in each channel, because multiple pulses within the pulse width cannot
change the pulse widths.

The dependence of live time on pulse width is a function of the distribution of intervals between
pulses (the interval density) expressed as multiples of the mean time between ions, hereafter
called the “normalized pulse width” (Carloni, et al., 1970; Muller, 1991). The mean time between
ions was determined from the average true count rate during each scalar acquisition, which
normalized the data for changes in ion source output and permitted comparisons among different
count rates. The live time of channel 2 was found for pulse widths from a microsecond to a
second, corresponding to 6 orders of magnitudes in the normalized pulse widths.

A wide range of“C concentrations were available from an assortment of biological samples
ranging from 0.1 to 200 Modern for these tests. The sample materials were our usual fullerene on
iron/cobalt catalyst (Vogel, et al., 1984; Vogel, 1992; Ognibene, et al., 2003). Cathode potential
is a convenient control of count rate from our ion source, because we do not see a marked change
in ion transmission or isotope ratio, despite the large changes available in emitted beam intensity.
We use this capability to reduce the count rate from samples having unexpectedly high radiocarbon
levels in biological studies. We varied the cathode potential over our usual operating range (3 kV
to 10 kV) to reveal any changes in the ion arrival distribution due to sputtering energy, which
also affects temperature of the sample through the power deposited by the cesium. We selected
samples for each of 3 cathode potentials that produced equivalent count rat@8 obunts per

second (Bq). The live time of the widened pulse scalar is shown as a function of the normalized
pulse width for 3, 5, and 10 kilovolt cathode potentials in Figure 4a.

The data are indistinguishable for each condition. Monte Carlo simulations of the experimental
arrangement assumed normal, log normal, and Poisson probability distributions for the ion count



rate distribution. The data show an excellent fit to the live time predicted by a exponential arrival
distribution indicative of a Poisson process, while the normal and log-normal distributions of
count rates overpredict the live times for widths less than the mean times between events.

The scalar live time was also determined as a function of scalar pulse widths for counting rates
differing by a factor of 4000 using different samples sputtered at a single cesium energy (8 kV),
shown in Figure 4b. All live times were identical at equivalent normalized pulse widths, showing
that interval densities were described by a single parameter, the mean counting rate, as expected
for a Poisson process. A Poisson process has three characteristics: the number of events in
non-overlapping intervals are independent; intervals can be made small enough to contain only
one event; and the probability of an event occurring in an interval is independent of the interval’s
starting time. From this definition an exponential form for the arrival density is derived with a
dependence on count rate. A Poisson distribution for rate measurements results. (Carloni, et al.,
1970). The live time for our non-extended triggers takes the form (Muller, 1991):

Live= Rne%:\’[me - }(1+T x R(me) = %1+ NPW) 2.

where R is the measured or true ion rates the fixed width of a counted pulse, and NPW is a
normalized pulse width of the counted pulse. A nonlinear regression of all data to this relation
has a¥of 0.99997 with a standard deviation of the residuals equal to 0.3%

The Poisson distribution describes the results of a large number of trials of an improbable event.
In this case, the probability of emission of@ is low amid the large number (>f@reater) of

ions emitted from the sputtered sample under the intense bombardment of cesium ions. This is
the likely source of the Poisson nature of AMS counts. If the Poisson nature of the count arrival
times is not a surprise, the purity of its fit to the data is telling. The presence of any other process
in the entire AMS system that were of a similar low probability would skew the Poisson distribution.
This also holds true of the multiple components of the sputtering process itself, including collisional
release of the ion, its acceptance of an electron at the sample surface, and its survival against
collisional or electrical charge neutralization. All other processes must have large probabilities of
ion survival compared to the Poisson behavior of the collisional emittancé’®ffeom the
sample.

Conclusion

We showed experimentally that the long-assumed Poisson nature of AMS counts holds over a
wide range of count rates under varying source conditions. The purity of the Poisson distribution

shows that there are no fundamental limits placed on the ultimate counting precision attainable
by AMS. We demonstrated that very low count rate samples also follow the Poisson distribution,

showing that AMS measurements of very old materials may be used in generating calibration

data whose precision is reflected in the stated counting statistics.

This work was performed in part under the auspices of the U.S. Department of Energy by
University of California Lawrence Livermore National Laboratory under Contract No. W-7405-
Eng-48. The work was funded by NIH under grant # RR-13461 funding the Resource for
Biomedical Accelerator Mass Spectrometry
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Figures

Figure 1. Sequential measurements of a sample of ANU sucrose (1.5 Modern) were distributed
normally with a standard deviation equal to the counting statistics of the individual
measurementsa). The standard error in the mean of the distribut0.085%
was smaller than the total counting statistics of the entire data set (0.090%).

Figure 2. Sequential measurements of a sample of a 5 Modern sample were distributed normally
with a standard deviation slightly larger than the counting statistics of the individual
measurementsq). The standard error in the mean of the distributip0.055%
was similar to the total counting statistics of the entire data set (0.048%).

Figure 3. Apparatus for determining the dependence of scalar live time on the ion arrival time
distribution.

Figure 4. a.) The scalar live time follows the same function of normalized pulse width for three
different cesium sputtering energies. The function is best described by a Monte Carlo
simulation assuming a Poisson distribution of ion arrival times. b.) The same function
of live time is found for a range of mean count rates from 27 to 107,000 counts per
second.
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